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21 CFR Ch. I (4–1–11 Edition) § 801.415 

(g) For the purpose of this section, 
the term ‘‘manufacturer’’ includes an 
importer for resale. Such importer may 
have the tests required by paragraph 
(d) of this section conducted in the 
country of origin but must make the 
results thereof available, upon request, 
to the Food and Drug Administration, 
as soon as practicable. 

(h) All lenses must be impact-resist-
ant except when the physician or op-
tometrist finds that impact-resistant 
lenses will not fulfill the visual re-
quirements for a particular patient. 

(i) This statement of policy does not 
apply to contact lenses. 

[41 FR 6896, Feb. 13, 1976, as amended at 44 
FR 20678, Apr. 6, 1979; 47 FR 9397, Mar. 5, 1982; 
65 FR 3586, Jan. 24, 2000; 65 FR 44436, July 18, 
2000; 69 FR 18803, Apr. 9, 2004] 

§ 801.415 Maximum acceptable level of 
ozone. 

(a) Ozone is a toxic gas with no 
known useful medical application in 
specific, adjunctive, or preventive ther-
apy. In order for ozone to be effective 
as a germicide, it must be present in a 
concentration far greater than that 
which can be safely tolerated by man 
and animals. 

(b) Although undesirable physio-
logical effects on the central nervous 
system, heart, and vision have been re-
ported, the predominant physiological 
effect of ozone is primary irritation of 
the mucous membranes. Inhalation of 
ozone can cause sufficient irritation to 
the lungs to result in pulmonary 
edema. The onset of pulmonary edema 
is usually delayed for some hours after 
exposure; thus, symptomatic response 
is not a reliable warning of exposure to 
toxic concentrations of ozone. Since ol-
factory fatigue develops readily, the 
odor of ozone is not a reliable index of 
atmospheric ozone concentration. 

(c) A number of devices currently on 
the market generate ozone by design or 
as a byproduct. Since exposure to 
ozone above a certain concentration 
can be injurious to health, any such de-
vice will be considered adulterated and/ 
or misbranded within the meaning of 
sections 501 and 502 of the act if it is 
used or intended for use under the fol-
lowing conditions: 

(1) In such a manner that it gen-
erates ozone at a level in excess of 0.05 

part per million by volume of air circu-
lating through the device or causes an 
accumulation of ozone in excess of 0.05 
part per million by volume of air (when 
measured under standard conditions at 
25 °C (77 °F) and 760 millimeters of mer-
cury) in the atmosphere of enclosed 
space intended to be occupied by people 
for extended periods of time, e.g., 
houses, apartments, hospitals, and of-
fices. This applies to any such device, 
whether portable or permanent or part 
of any system, which generates ozone 
by design or as an inadvertent or inci-
dental product. 

(2) To generate ozone and release it 
into the atmosphere in hospitals or 
other establishments occupied by the 
ill or infirm. 

(3) To generate ozone and release it 
into the atmosphere and does not indi-
cate in its labeling the maximum ac-
ceptable concentration of ozone which 
may be generated (not to exceed 0.05 
part per million by volume of air circu-
lating through the device) as estab-
lished herein and the smallest area in 
which such device can be used so as not 
to produce an ozone accumulation in 
excess of 0.05 part per million. 

(4) In any medical condition for 
which there is no proof of safety and ef-
fectiveness. 

(5) To generate ozone at a level less 
than 0.05 part per million by volume of 
air circulating through the device and 
it is labeled for use as a germicide or 
deodorizer. 

(d) This section does not affect the 
present threshold limit value of 0.10 
part per million (0.2 milligram per 
cubic meter) of ozone exposure for an 8- 
hour-day exposure of industrial work-
ers as recommended by the American 
Conference of Governmental Industrial 
Hygienists. 

(e) The method and apparatus speci-
fied in 40 CFR part 50, or any other 
equally sensitive and accurate method, 
may be employed in measuring ozone 
pursuant to this section. 

§ 801.417 Chlorofluorocarbon propel-
lants. 

The use of chlorofluorocarbon in de-
vices as propellants in self-pressurized 
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